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ABSTRACT 


Laboratory calibrations of more than a hundred Electrocnemlcal Con- 
centration Cell (ECC) Ozonesondes have been determined relative to UV- 
photometry. The average intercept and slope, 0 ± 5 nb and 0.96 ± 0.06, 
respectively, indicate reasonable agreement with UV photometry, but 
with considerable variation from one ECC ozonesonde to another. The 
time required to reach 85% of the final reaction to a step-change in 
ozone concentration was found to average 51 seconds. Application of 
the Individual calibrations to 20 sets of 1976 flight data reduced the 
average of the differences between ozonesonde and Dobson spectrophoto- 
metric measurements of total ozone from 3.9 to 1.3%. A similar treat- 
ment of a set of 10 1977 flight records improved the average ECC-Dobson 
agreement from -8.5 to *-1.4%. Although systematic differences were re- 
duced, no significant effect on the random variations was evident. 



INTRODUCTION 


Electrochemical concentration cell (ECC) ozonesondes were developed 
by Komhyr (1,2) for use In obtainlnq vertical profiles of atmospheric 
ozone. The ECC sensor is based on an lodine/iodlde redox cell In which 
ozcne Is consumed in the oxidation of iodide ions to molecular iodine. 

The newly formed Iodine is rapidly converted back to the Iodide form in 
a cell reaction driven by the Iodide concentration differential between 
the anode and the cathode compartments. An electrical current proportion- 
al to the mass flow-rate of ozone into the cell is thus generated in 
the cell circuitry. 

★ 

Although ECC ozonesondes have been commercially available and ex- 
tensively used for several years, there is relatively little published 
information concerning the accuracy and precision of these instruments. 
Komhyr reported in one of the early development publications (2) that 
"several" ECC sensors tested relative to a UV-cal ibrated ozone source 
agreed with the source calibration to within +5*. Komhyr also gave the 
results of a test, Involving six sensors, to determine the consistency 
from one sensor to another. Deviations about the means of 1.2, 1.7, 
and 4.5 percent were observed at ozone levels of 4.95, 12.90, and 19.87 
pphmv, respectively (2). 

The significant increase in attention focused upon stratospheric 
ozone in recant years has suggested the need for more thorough evalua- 
tions of instruments used in atmospheric ozone soundings. Since atmos- 
pheric soundings are carried out with a variety of sensors developed 
around several different chemical and physical principles, it is essen- 
tial that their Interrelations be known. Althouqh dual instrument 
flights are useful and informative, it is important that laboratory 
studies be carried out using standards of proven performance. 

This report describes some cf the results of a program initiated, 
with the cooperation of NASA's Wallops Flight Center, to evaluate per- 
formance characteristics of the ECC ozonesonde. A part of this proqram 
involved the installation of a calioration laboratory through which each 
ozonesonce was processed prior to its flight. 

ECC ozonesondes calibrations were carried out relative to UV pho- 
_ 1 
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tometry, using a Daslbi ozone monitor as a convenient transfer stan- 
dard. Recent studies (3,4) have shown good agreement between UV pho- 
tometry and two other absolute methods of measuring ozone, long-path- 
length Infrared absorption and gas-phase titration. The ozonesonde cal- 
ibration data should thus be of considerable Interest to users of ECC 
ozonesondes, both to establish absolute accuracy and to better Interpret 
experiments Involving more than one type of sensor. 

The results of ca'i Ibrating over one hundred ECC ozonesondes, some 
more than once, are reported here. Statistical data Is -presented to 
Illustrate the precision or repeatability from one ECC ozonesonde to 
another. Some preliminary results of a study designed to evaluate the 
effects of upper-atmosphere environments on ECC ozonesonde performance 
are presented. 


Dasil'l Environmental Corp., 616 E. Colorado St., Glendale, Ca. 91205 
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EXPERIMENTAL 

LIV Ozone Photometer. A diagram of the UV photometer is shown In Figure 
1. A throe meter absorption cell was constructed from 2.54 cm Id glass 
tubing. Quartz windows were attached at the ends with epoxy cement. In- 
let and outlet tubes were located approximately one cm from the ends. 

A vycor-jacketed low-pressure mercury lamn (replacement lamp for 
Dasibl ozone Instrument) and two type G-774-330 Oriel Corporation band- 
pass filters were used to produce and Isolate 254-nm light. Although 
AC operation of the mercury lamp necessarily Introduces ripple Into the 
detected signal, DC operation results In a progressively decreasing 
output. To enhance both long- and short-term slqnal stability, the 
lamp was powered with a 1 kilohertz power supply (Figure 2). The de- 
tector output signal was filtered with a 1.4 s time constant. The lamp 
was further stabilized by enclosing it in an aluminum block and regu- 
lating its temperature with a Model 72 RFL Industries proportional con- 
troller. 

Before entering the absorption cell, the 254-nm light was collima- 
ted using a 25-cm focal length quartz lens. The light exiting the ab- 
sorption cell was detected by a Hamamatsu R166 photomultiplier tube in 
a Model PR-1402-RF Products for Research housing. The PM tube was op- 
erated at -350 volts with a Model S- 326 flJE Corporation power supply. 

The filtered signal was manually read with a 5 5 s-digit Model Fluke 

digital multimeter. 

Ozone was generated by passing zero-grade air at 5 l./min. through 
a quartz cell positioned adjacent to a two-inch low-pressure mercury 
lamp (Ultraviolet Products). An adjustable lamp shield allowed control 
of the ozone concentrations over the range 0-200 ppbv. 

Ozone concentrations were computed from the UV data using the rela- 
tion 

D [° 3 ] (PPbv) * 273 pIl r 

where 

T = temperature in degrees Kelvin 
P » total pressure in atmospheres 
k = absorption coefficient - 135 cm"* atm"* (3) 

L = pathlength in centimeters 
Io = intensity with ozone-free air 
I = intensity with ozonated air. 
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Detector readings with ozone In the cell were sandwiched between 
readings taken with ozone-free air In the cell. To account for a slow 
drift In the detected signal, the time of each measurement was recorded. 
Linear regressions of I Q data, taken before and after I data, were used 
to calculate I Q corresponding to the time at which I was measured. 

ECC Ozonesonde Calibration Apparatus. The equipment used In calibra- 
ting the ECC ozonesondes Is shown In Figure 3. Zero-grade air was ozon- 
ated using a generator similar to that described above. A 4 l./mln. 
flow-rate of air containing ozone In the range 0-250 ppbv was directed 
Into a glass manifold system having several sampling ports. A Daslbi 
Environmental Corporation Model 1003AH ozone monitor and either one or 
two ECC ozonesondes simultaneously sampled the extents of the manifold. 
These instruments collectively consumed about one half of the 4 l./mln. 
manifold flow, the remainder being vented. 

The ozonesonde was electronically coupled to a 1680 MHz meteorolog- 
ical radiosonde for data transmission to a nearby receiver. The detec- 
ted signal was converted to an analog voltage and recorded on a strip- 
chart recorder. 

Calibration Procedure. Prior to calibration each ozonesonde under- 
went the pre-flight preparations suggested by the manufacturer (5,6). 
Ozone concentrations of about 0, 120, 250, 200, 160, 80, 50 and 0 ppbv 
(in that order) were used in the calibrations. Ozone concentrations 
were derived from the recorded data in the same manner as from fliqht 
records (5,6). A BASIC language program carried out the data reduction 
and statistical analysis. 

Following the calibration, the radiosonde was disconnected and a 
5 mv recorder connected across the 1 Kn cell load resistor. The ozone 
concentration was then stepped form 0 to 120 ppbv and, after 10 minutes, 
back to 0 ppbv. The tine dependence of the sensor signal following the 
step changes in ozone levels was used to determine the response time of 
the sensor. 

Environmental Charger . The chamber used to simulate vertical temperature 
profiles was constructed by lining a 30 X 30 X 30 inch nlywood box with 
one -inch sheets of styrofoam. The chamber was cooled by the injection 
of liquid CO 2 . To avoid the ingestion of solid CO 2 particles by the 
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ozonesonde Intake system, a 300 cm^ min'* (STP) flow of dry air was 
brought Into the chamber and through a 10-foot section of 0.25 Inch 00 
copper cooling cell. The ozonesonde Intake tube was positioned Into the 
open end of the coll tube. Small thermocouples were used to monitor 
temperatures of the chamber, the air exiting the cooling coil, the air 
Inside tlr ozonesonde container, and the ozonesonde Inlet gas just prior 
to entering the pump. 

The chamber system was interfaced to a PDP8/E minicomputer which 
monitored the chamber temperature and controlled the liquid CO 2 valve. 
Under computer control, a 110 minute 'fllqht" was simulated with respect 
to the chamber temperature, while recording the thermocouple signals on 
a pair of dual-channel strip-chart recorders. 
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RESULTS AND DISCUSSION 

Ozonesonde Problems. A large number of ozonesondes calibrated In ear- 
ly 1977 had extremely long response times, from 8 to considerably qreater 
than 10 minutes for 90S response to step chanqes In ozone levels. Re- 
placing the cathode solution with solution from the same stock bottle 
from which the original was drawn markedly shortened the response time, 
to the orde^ of one minute (Figure 4). Upon standing overnight the re- 
sponse time lengthened considerably. It would thus appear that these 
sensor cells were seriously contaminated during the manufacturing pro- 
cess. Although the cathode solution Is generally changed just before 
flight, It Is uncertain what effects. If any, this problem would have 
on the sensors performance. Fifteen of these ozonesondes, listed In 
Table 1, were flown before analysis of their calibration data was star- 
ted. When the data was processed, it was discovered that the ozone- 
sondes were still far from equilibrium each time the ozone concentration 
was shifted to the next level. Consequently there Is no valid calibra- 
tion data available for these Instruments. 

Table 1 also lists 8 other ozonesondes for which calibration data 
was not processed. The records of two ozonesondes exhibited such extremes 
of electronic noise that meaningful data could not be obtained. Elec- 
tronic noise pickup caused considerable problems during one period, but 
the manufacturer seems to have resolved the problem by minor circuitry 
changes and by recommending an Increased separation between the ozone- 
sonde and radiosonde. 

Data for the remaining six ozonesondes in T able 1 were not processed 
for reasons of human errors at the time of calibration. These generally 
Involved failure to record temperature data, or not allowing the ozone- 
sonde sufficient time to reach equilibrium following a chanqe in ozone 
concentration. 

In addition to the items discussed above, which resulted in the 
loss of calibration data, lesser mechanical or electronic problems re- 
quiring replacements or repairs frequently occurred. A survey of 100 
worksheets for 3A series ozonesondes indicated that some type of problem 
existed in one out of five of this sample group. Most of these problems 
(11) involved poor contact between the wiper and stationary portion of 
the commutator switch. The remaining problems were distributed in such 
areas as defective sensor cells or pumps and poor solder connections. 
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The Droblems mentioned In this section Include only those involving 
ozonesondes for which calibration? were attempted. It does rot Include 
any for which written records we a not made. 

Calibrations and Intercomparisons of Dasibi Instruments. The work to 
be discussed here Involves four Dasibi Environmental Corporation ozone 
monitors, one of which Is located at Drexel University, and three of 
which are at NASA's Wallops Flight Center. It is convenient to define 
the following symbols: 

DO * Drexel Dasibi, Serial #1390 

WD1 » Wallops Dasibi, Serial #1190, NASA *W21896 

WD2 * Wallops Dasibi, Serial *1706, NASA #W23415 

WO 3 * Wallops Dasibi, Serial #1715, NASA VW23414 

Although the Dasibi Instrument Is based on UV absorption, it does 
not represent an absolute technique for measuring ozone. Because of 
several design considerations, the pathlength and cell temperature are 
not precisely definable. Consequently a front-panel control (SPAN) is 
made available which can be used toadjust the instrument's calibration 
to match an external calibration source. 

The SPAN control of Dasibi instruments manufactured at the time DD 
and WD1 were produced was factory set relative to the IS neutral buffered 
potassium iodide method (7), following reference method guidelines set 
forth by the U.S. Environmental Protection Agency (8). Studies have 
since shown that the NBKI method reads as much as 30% too high, depen- 
ding on the procedure (3). In recognition of this, the SPAN control of 
newer Dasibi instruments such as WD2 and WD3 is set by the manufacturer 
relative to UV photometry. 

To determine the absolute calibration of the older units DD and WD1, 
the UV photometer, described in a earlier section of this report, was 
constructed. The Drexel unit, with SPAN at the factory setting of 68.6, 
was calibrated over the range 10 to 175 ppbv. The possibility of ozone 
losses in the system was checked by takinq points both upstream (72) and 
downstream (62) of the absorption tube. 

A linear regression of the upstream data gives 

2 > Ndd ■ - l0t 1 ♦ <1.286 i 0.014) [o 3 ] m . 
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whlle the downstream data yields 

3) NdD ■ - 12 * 1 ♦ (‘.299 t O.OUj[o^ m 

wnere concentrations are expressed In ppbv and uncertainties represent 
one standard deviation. Since the upstream and downstream results are 
the same within experimental uncertainties, they were combined to produce 

4 > [° j dd ' * >- 293 N nr 

The negative Intercept Is thought to originate from electronic 
noise generated within the Das 1 hi Instrument during switching of a sol- 
enoid, and has been substantially reduced in newer Instruments (7). An 
offset control has also been added to allow the user to null out this 
Intercept. The large >lope is probably due to a combination of NBKI cal- 
ibration and compensation for the neqatlve Intercept. 

Since the Wallops Instrument WD1 was used in the ECC ozonesonde 
calibrations. It was calibrated relative to the Drexel Daslbl by simul- 
taneously coupling both Instruments to an ozone generator. Four compar- 
isons v/ere carried out over a 19 month period, takinq an average of 33 
data points over the range 2 to 340 ppbv. The mean result was 

5 > [°3Ul ■ 2 * 5 * U.OOO * 0.013) [0j DD 

where ppbv concentration units arc used and uncertainties represent one 
standard deviation about the mean intercept and the slope. Combining 
equations 4) and 5) gives 

6 > Mwi ■ - s ♦ >- 2 » tPsU • 

To substantiate the UV calibration of the Drexel Dasibi and the use 
of the latter as a transfer standard between UV photometry and Wallops 
Dasibi WD1, consider the results of intercomparisons involving the older 
WD1 and two newer Instruments, WD2 and WD3, the SPAM controls of which 
were factory set relative to UV photometry. During a three month period 
WD2 was calibrated against WD1 twice (averaging 23 data points over the 
range of 3 to 350 ppbv), while WD3 was calibrated against WD1 three 
times (averaging 55 data points over the range 6 to 310 ppbv). The re- 
sults were: 

and 

8 > [ n alwD 3 ’ 6 1 1 * (9.804 t 0.011) [O 3 U . 


Combining equation 6) with each of equations 7) and 8) gives 
’> [°3lw02 * - 1 * 1 * 03 Hov 
10) [0^3- -1*1.04 [Oj^ 

The two newer instruments with calibrations factory set relative to UV 
photometry, are thus seen to be In agreement, within prooaoated errors, 
with the Orexel UV photometer. 

ECC Ozonesonde Calibrations. The results of applying equation 6) to 
the ECC ozonesonde vs WD1 Paslbl data are given In Table 2. When the 
Intercepts and slopes are averaged, the result Is 

111 NeCC ■ 0 t 5 ♦ (0.96 + 0.061(03]^ 

where ozone concentrations are now expressed as ranobars oartlal pres- 
sure and the uncertainties represent one standard deviation about the 
mean. The aqreement between ECC and UV when large numbers of cal- 

ibrations are averaged. Is reasonably good. Although this apnears 
to contradict earlier references to a disagreement between neutral buf- 
fered KI methods (In which catenory the ECC ozonesonde belongs) and UV 
photometry, it should be recalled that NBKI methods are dependent uoon 
several variables Including composition of the sensing solutions. The 
composition of the solutions recomended (5,6) for use in ECC ozonesondes 
was originally chosen for aqreement between total ozone obtained using 
ozonesondes and that obtained from Dobson ozone spectrometers (9). 

Although the ECC ozonesonde was shown above to closely follow 
UV photometry on the average, the variations from one sonde to another 
could be of some concern to users of these instruments. In order to de- 
termine how much of the apparent variations are real and how much are 
due to outside factors such as drifts In the calibration equipment, 46 
calibrations were carried out in pairs (listed in Table 3). During dual 
calibrations, two ozonesondes and tho WD1 Daslbi simultaneously sampled 
the ozonated airstream. Variations between nair slopes and between 
pair intercepts should therefore be indicative of real sonde-to-sonde 
differences. 

The average deviations between pair slopes and between pair inter- 
cepts observed among the ozonesondes listed in Table 3 were found to be 
0.04 5 and 3. 1 respectively. If the 46 slopes and the 46 intercepts are 
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averaged, the standard deviations about the neans are found to be, d,04i 
and 2.6. The scatter from one sonde to another within a simultaneity 
calibrated pair Is then essentially the same as the scatter observed be- 
tween sondes calibrated at different times. The observed variations be- 
tween ECC ozonesondes thus appears to be real, with relatively little 
contribution from outside sources. 

It Is of Interest to compare 1976 data from Table 2 with that ob- 
tained In 1977. The 1976 data, obtained using 2A series ozonesondes, 
averages to 

12) M ECC • 4 ‘ 8 * <0.95 ± 0.08) [0j OT 

while that of 1977, obtained for the most part with a 3A series ozone- 
sondes, averages to 

”> [Oj ECC - -2 t 3 - (0.9S i .06) [O^ . 

A substantial Improvement In precision Is obvious. The cause of this 
change Is not clear, but several minor changes In both the ozonesonde 
design and pref light preparation procedure (5,6) were made. 

Multiple Calibrations. An effort was made -to determine calibration 
stability for the ozonesondes. Several units (indicated by multiple 
listings In Table ?.) were calibrated nore than once, from two days to 
three months apart. The variation observed In the slope of a particular 
ozonesonde was found to averaqe 4.6X, compared to an overall 7.0" var- 
iation observed when the multiple calibrations were all averaged together. 
Comparable fiqures for the intercepts are 2.7 and 4.7 nb, respectively. 
Time variations in a particular ozonesonde's calibration are thus seen 
to be somewhat less than the variation from one ozonesonde to another; 
indicating at least a moderate stability. It is difficult to judge 
precisely how much of the variations are due to real calibration chanqes 
and how much are simply the result of propagated errors from the several 
sources associated with the use of this instrument. 


Other ECC Ozonesonde Cal ibratiens. In addition to the larqe number of 
ozonesonde calibrations di scussed above, 12 calibrations were carried out 
relative to WD3 (SN1715, NASA W23414). Although the calibration of this 
instrument can be related to the Drexel UV photometer through equation 
10), the extra propagation of errors involved probably makes this approach 
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1 ess reliable than depending upon the factory's calibration (relative to 
UV). The results of these calibrations are therefore .reated separately 
and listed In Table 4. These results average to 


14) 



5 s 4 nb ♦ 


0.99 ♦ 0.06 r 0j 


Dasibi 


Response Times. Table 2 lists the times required for the ozonesondes 
to complete 855 of their reaction to a step change in ozone. The mean 
value obtained In these measurements (51 seconds) Is a little more slug- 
gish than earlier measurements Indicated (2), resulting in a diminished 
ability to resolve the fine structure In the vertical ozone profile. 

The response curve Is not exponential, but .nore closely follows the form 


15) R 


k l t 


l+k 2 t 


where R is the time-dependent response following a step change in ozone, 
and the k's represent constants. 
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AppUcation of Calibrations to Atmospheric Soundings. The following 
paragraphs will describe the results of applying the ECC ozonesonde vs 
UV photometry calibrations to data obtained during atmospheric soundings 
from Wallops Flight Center. Of particular Interest is the Influence of 
caliDrations on the agreement between total ozone derived from ozone- 
sondes and that obtained from Dobson spectrophotonetric measurements. 

At the time of this writing, sufficient Information to carry out this 
comparison was available for 30 soundings, 20 from 1976 and 10 from 1977 
fl ights. 

The total ozone values listed in Table 4 are those provided by WFC. 


Also listed are the Dobson readings and the deviation of the ozonesonde 
total ozone from the Dobson data. 


The ECC ozonesonde data was corrected to UV by means of the re- 
lations 

17 ^ [°3] ECC “ A 0 + A i[°3]l'V 

and 

18) dp (atm-cm) * ^ [O3] dlogP 

where ozone concentrations are expressed in nb and p represents total 
ozone. The Aq and terns in equation 17) represent the intercepts and 
slopes, respectively, from Table 2. Thus, letting P ECC represent the 
total ozone obtained by integrating between 1 and 1000 mb, 

'9) “ecc ’ ?5ir JpCi 000 [°a] Ecr dl °9 p 


1 CP-IOOO 

o 50 Jp-1 (Ag + A^ [03]^) dlogP 


• rs8 * A i a vv 

Rearranging equation 18) to 
20) Pyy (atm-cm) = ^ 


1 


ECC 


(atm-cm) - 


allows a simple calculation of the UV-corrected total ozone. Table 5 


-13- 


lists the results of correcting the total ozone data to UV by means of 
equation 20). 

Applying the *JV correction reduces the average percentage difference 
between the ozonesonde total ozone and the Dobson value from 3.9 t 9.6 
to 1.3 t 17.6" for the 1976 data. The Increased variation about the 
mean after the correction Is nade principally results from two of the 
twenty ozonesondes (2A359 and 2A340 ) which deviated from the Dobson by 
40 and 48%. The reason for this discrepancy is unclear, but If these 
two points a *e omitted from the data set, the figures change to 3.2 t 
9.7% for uncorrected sonde data, and 1.9 t 10.64 for UV corrected data. 

Applying the UV corrections also significantly reduces the average 
d1fferei.ee between 1977 sonde and Dobson total ozone values from -8.5 ± 8.2" 
to -1.4 t 7.3". The corresponding quantities for all data (1976 and 1977) 
averaged together are -0.3 t 10.8% (uncorrected) and 0.4 + 14.8% (cor- 
rected) . 

The data gl'en in Table 5 and summarized above demcnstrate that the 
UV corrections significantly reduce systenat : c differences between ozone- 
sonde and Dobson total ozone values. The random variations remain of 
the same order. The latter is probably a consequence of accumulated 
uncertainties associated with calibration instabilities, data acquision 
and reduction (ozonesonde and Dobson), and integration of the ozone pro- 
files . 

Invironmental Effects on Performance. The use of equation 16) to comoute 
ozone concentrations from fliqht data is based on the assumption that 
the gas being samoled, perhaps Initially at -50° C, warms to the level 
of T fi (perhaps 20° C) durinq a residence time of less than 0.1 second 
in the inlet tube. To test this assumption, the chamber described in 
an earlier section of this report was used to simulate a vertical temper- 
ature profile approximating that encountered during a typical ozonesonde 
flight. 

Some very preliminary results from this experiment suqgest the pos- 
sibility that ozonesondes may indicate ozone values about 3% too high 
at altitudes above 200 mb. More careful experiments along these lines 
are planned, along with the construction of a chamber capable of simul- 
taneously simulating temperature and pressure profiles. 
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Table 1. Ozonesondes for which calibration da., were not processed. 


Slow response Missing data Electronically noisy 


3A001 

3A002 

3A003 

3A004 

3A005 

3A006 

3A007 

3A0QC 

3A009 

3A010 

3A011 

3A013 

3A017 

3A018 

3A019 


2AQ76 

2A244 

2A363 

2A364 

2A365 

2A372 


2A097 

2A321 


REPRODUCIBILITY OF THE 
ORIGINAL PAGE IS POOR 


Table 2. ECC Ozonesonde calibration relative to ultraviolet absorption 
at 254 nm. 


Sonde 4 

Cal 1b 
Date 

Intercept 

(nb) 

Slope 

85" Response 
Time (S) 

2A093 

8/31/76 

1.1 

0.983 


2A099 

7/7/76 

-3.1 

0.940 


2A201 

5/11/75 

4.4 

1.007 


2A202 

6/22/76 

1.9 

0.896 


2A205 

4/21/76 

9.0 

0.826 


2A223 

6/2/76 

-5.5 

0.914 


2A224 

6/8/76 

12.4 

0.971 


2A226 

4/27/76 

17.2 

0.980 


2A227 

10/26/76 

4.2 

0.913 


2A228 

5/25/76 

17.6 

0.941 


2A229 

5/4/76 

9.9 

0.962 


2A230 

5/20/76 

4.0 

0.902 


2A233 

4/7/76 

13.9 

0.909 


2A235 

6/8/76 

0.1 

0.966 


2A235 

6/11/76 

0.4 

1.001 


2A235 

6/15/76 

2.2 

0.878 


2A237 

5/17/77 

-0.4 

0.941 

24 

2A239 

5/20/76 

10.9 

0.916 


2A239 

8/24/76 

1.1 

0.916 


2A242 

7/27/76 

14.1 

0.948 


2A253 

7/13/76 

-0.7 

0.998 


2A255 

6/29/76 

4.8 

1.014 


2A257 

7/13/76 

5.3 

0.971 


2A258 

4/13/76 

5.0 

0.971 


2A322 

5/9/77 

-1.3 

0.999 

52 

2A329 

8/17/76 

-2.6 

0.963 


2A333 

10/1/76 

-11.0 

1.002 


2A34Q 

3/29/77 

-4.3 

0.987 


2A341 

5/10/77 

-0.1 

0.999 

36 

2A347 

8/10/76 

2.8 

0.750 


2A347 

8/17/76 

4.6 

0.308 


2A343 

10/26/76 

22.3 

1.255 


2A359 

10/5/76 

-8.7 

0.973 


2A359 

10/12/76 

-8.1 

0.935 


3*012 

6/13/77 

-5.1 

0.955 

54 

3A033 

4/5/77 

-0.1 

1.806 

57 

3A034 

4/11/77 

-7.3 

1.045 

57 

3A035 

4/19/77 

-3.3 

0.997 

72 

3A038 

5/6/77 

-3.3 

1.036 

40 

3A038 

7/1/77 

-0.8 

0.959 

54 

3A038 

7/20/77 

-1.9 

1.040 

36 

3A040 

5/6/77 

-0.5 

1.033 

52 

3A041 

4/5/77 

-3.3 

0.964 


3A041 

5/9/77 

-1.4 

1.020 


3A041 

5/17/77 

-4.9 

0.979 

51 

3A041 

6/10/77 

-3.2 

0.987 

48 


Sonde 

Calib. 

Date 

Intercept 

Cnb) 

Slope 

85* Response 
Time 

3A041 

6/22/77 

7.9 

0.943 

60 

3A041 

7/8/77 

-1.7 

0.879 

108 

3A042 

4/20/77 

-2.6 

0.991 

74 

3 A 04 3 

4/20/77 

-0.5 

0.971 

71 

3A047 

4/25/77 

-0.4 

1.087 

155 

3A048 

5/6/77 

-2.6 

0.948 


3A050 

7/18/77 

-2.6 

0.968 

114 

3A051 

4/29/77 

-4.9 

0.952 


3A052 

5/16/77 

-3.9 

0.949 

30 

3A053 

5/5/77 

-1.1 

0.982 

51 

3A054 

5/13/77 

1.6 

0.761 

36 

3A055 

5/12/77 

-1.6 

0.857 

42 

3A057 

5/12/77 

-4.9 

0.984 

60 

3A060 

5/25/77 

-1.9 

0.863 

66 

3A061 

5/11/77 

-5.8 

0.867 

42 

3A061 

6/21/77 

-2.5 

0.920 


3A062 

5/12/77 

-6.3 

0.980 

39 

3A063 

5/12/77 

-0.8 

0.875 

72 

3A064 

5/11/77 

-1.6 

0.936 

48 

3A064 

6/14/77 

-1.4 

0.995 

54 

3A065 

5/10/77 

-5.3 

0.958 

62 

3A066 

5/11/77 

-4.1 

0.963 

44 

3A067 

6/6/77 

-4.0 

0.941 

42 

3A068 

6/7/77 

-3.9 

0.980 

42 

3A069 

6/8/77 

-3.2 

1.014 

42 

3A070 

6/8/77 

0.5 

0.929 

48 

3A071 

6/7/77 

-0.1 

0.964 

51 

3A072 

6/9/77 

-2.7 

0.952 

36 

3A073 

6/23/77 

0.4 

0.936 

33 

3A074 

6/9/77 

-3.3 

0.959 

54 

3A075 

6/8/77 

-4.3 

0.980 

42 

3A076 

6/9/77 

-3.5 

0.923 

48 

3A077 

6/27/77 

-2.4 

1.018 

36 

3A078 

6/9/77 

-3.5 

0.902 

60 

3A079 

6/27/77 

-3.2 

0.982 

54 

3A080 

6/10/77 

-3.3 

0.914 

54 

3A083 

6/13/77 

-3.5 

0.933 

36 

3A084 

7/5/77 

-4.6 

0.997 

36 

3A085 

6/10/77 

-4.7 

0.991 

54 

3A086 

7/5/77 

-1.1 

0.956 

42 

3 A 08 7 

7/5/77 

-2.5 

1.016 

36 

3AC88 

6/16/77 

3.1 

0.890 

48 

3A089 

6/16/77 

-4.0 

1.016 

48 

3A090 

6/17/77 

1.0 

0.978 

54 

3A091 

6/20/77 

-1.4 

1.006 

42 

3A092 

6/20/77 

-1.4 

0.995 

30 

3A093 

6/20/77 

-2.4 

0.952 

30 


REPRODUCIBILITY of the 


Sonde 

Cal 1b. 
Date 

Intercept 

(nb) 

Slope 

85 % Response 
Tine 

3A094 

6/22/77 

-2.3 

0.947 

42 

3A095 

6/21/77 

-1.9 

0.976 

48 

3A096 

6/21/77 

1.5 

0.972 

48 

3A097 

6/22/77 

-1.5 

0.987 

54 

3A098 

6/22/77 

3.5 

0.830 

48 

3A099 

6/23/77 

4.1 

0.923 

51 

3A100 

6/23/77 

-6.0 

0.997 

48 

3A101 

6/23/77 

-3.2 

1.025 

54 

3A102 

6/23/77 

2.5 

0.964 

40 

3AJ03 

6/24/77 

-3.0 

0.991 

60 

3A104 

6/24/77 

-7.1 

0.971 

60 

3A105 

6/27/77 

-3.0 

0.976 

36 

3A106 

6/27/77 

-2.3 

0.976 

54 

JA107 

6/27/77 

-3.9 

0.997 

39 

3A108 

6/27/77 

-0.4 

0.933 

36 

3A130 

6/30/77 

-1.0 

0.967 

48 

3A132 

7/1/77 

-5.8 

0.921 

42 

3A133 

7/1/77 

4.4 

0.939 

60 

3A134 

6/30/77 

-3.2 

0.979 

42 

3A135 

6/30/77 

2.1 

0.909 

60 

3A136 

6/30/77 

0.4 

0.925 

54 

3A137 

6/29/77 

-4.8 

0.989 

57 

3A138 

6/29/77 

0.0 

0.963 

48 

3A139 

6/29/77 

-1.8 

0.970 

48 

3A140 

7/1/77 

-2.3 

0.979 

48 

3A141 

6/30/77 

-0.9 

0.920 

45 

3A142 

6/30/77 

1.0 

0.989 

48 

3A143 

7/1/77 

-2.5 

0.976 

48 

3A 14 4 

7/1/77 

1.1 

0.913 

60 

3A14 5 

7/8/77 

-0.5 

1.112 

66 


Table 3. ECC Ozonesondes used In dual calibrations. 


3A101 

3i 

3A102 

2, 

3A141 

3i 

3A142 

3; 

3A130 

a 

3A134 

3/ 

3A079 

3/ 

3A107 

3/ 

3A077 

3J 

3A108 

3i 

3A086 

3i 

3A087 

3i 

3A084 

3i 

3A145 

3J 

3A140 

3) 

3A143 

3 i 

3A038 

31 

3A144 

31 

3A135 

31 

3A136 

31 

3A061 

31 

3A096 

31 


31 


31 



Table 4. ECC ozonesonde calibration relative to Uallons Daslhl Instru- 
ment Sfl 1715. 


Sonde » 

Cal 1 b. 
Date 

Intercept 

(nb) 

Slone 

351 Response 
Tine (s) 

3A146 

7/21/77 

8.5 

1.091 

42 

3A147 

7/21/77 

10.6 

0.99C 

48 

3A148 

7/21/77 

1.2 

1.051 

48 

3A149 

7/22/77 

2.0 

0.983 

36 

3A150 

7/22/77 

2.8 

0.977 

42 

3A151 

7/23/77 

4.9 

0.973 

60 

3A152 

7/23/77 

5.3 

0.893 

48 

3A153 

7/24/77 

7.9 

1.023 

60 

3A154 

7/25/77 

6.8 

0.987 

53 

3A155 

7/25/77 

5.9 

0.927 

63 

3A156 

7/26/77 

6.6 

0.921 

48 

3A157 

7/27/77 

-4.8 

1.012 

51 


Sonde # 

Flight 

Date 

°IX)B 
(atm- cm) 

q ecc 

(atm- cm) 

100(%cc“Sk)B ) 

°ECC*»JV 

(atm-cm) 

100( a Ecc.UV _n DOB^ 


W 1X1B 

%,B 

2A233 

04/07/76 

0.324 

0.324 

-0.0 

0.273 

-15.7 


2A258 

04/14/76 

.363 

0.344 

-5.1 

.326 

-10.2 


2A229 

05/05/76 

.371 

0.459 

23.7 

.421 

13.5 


2A230 

05/20/76 

.356 

0.322 

-9.5 

.333 

-6.5 


2A239 

05/20/76 

.356 

0.398 

11.7 

.428 

20.2 


2A228 

05/26/76 

‘.431 

0.446 

3.5 

.372 

-13.7 


2A223 

06/03/76 

.391 

0.351 

-10.2 

.417 

6.6 


2A224 

06/09/76 

.358 

0.433 

20.8 

.376 

5.0 

W -V* 

2A235 

06/16/76 

.303 

0.288 

-4.9 

.314 

3.6 

►— 4 2-4 

2A202 

06/23/76 

.332 

0.333 

0.2 

.359 

8.1 

ll 

2A255 

06/30/76 

.324 

0.335 

3.3 

.304 

-6.2 

° a 

2A099 

07/07/76 

.321 

0.326 

1.5 

.365 

13.7 


2A257 

07/14/76 

.344 

0.359 

4.3 

.340 

-1.2 


2A253 

07/21/76 

.317 

0.308 

-2.7 

.313 

-1.3 


2A242 

07/28/76 

.325 

0.351 

8.0 

.290 

-10.8 

C_> 

2A347 

OR/ 18/ 76 

.339 

0.311 

-R.2 

.355 

4.7 


2A093 

09/01/76 

.319 

O.TS" 

?.n 

.350 

9.7 

Sr: 

2A359 

10/13/76 

.297 

0.343 

15.6 

.415 

39.7 


2A227 

10/27/76 

.330 

0.368 

11.4 

.378 

14.5 

c£ C 

2A343 

11/18/76 

.309 

0.323 

4.5 

.160 

-48.2 


2A340 

03/30/77 

.300 

0.276 

-7.9 

.304 

1.3 


2A237 

07/06/77 

.335 

0.279 

-16.6 

.299 

-10.7 


3A033 

04/06/77 

.354 

0.332 

-6.3 

.306 

-13.6 


3A034 

04/19/77 

.359 

0.358 

-0.3 

.381 

6.1 


3A035 

04/20/77 

.365 

0.378 

3.6 

.397 

8.8 


3A043 

04/27/77 

.478 

0.458 

-4.2 

.474 

-0.8 


3A048 

05/11/77 

.500 

0.483 

-3.4 

.525 

5.0 


3A053 

05/18/77 

.307 

0.347 

-10.3 

.360 

-7.0 


3A054 

05/25/77 

.326 

0.252 

-22.6 

.320 

-1.8 


3A060 

06/22/77 

.352 

0.291 

-17.3 

.349 

-0.9 





Figure 1. Ultraviolet absorption photometer for ozone calibrations. 









Figure 2. Partial schematic for lamp power supply for ultraviolet 
absorption ozone photometer. 
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Figure 3. ECC Ozonesonde Calibration Apparatus 









Step change in ozone concentration 
ECC response 

ECO response with fresh sensor solutions 





Figure 4. Response of ECC ozonesonde (2A239) t/ith contaminated sensor 
cells to step changes in ozone concentration. 


